From: 

Piro, Peter (DPH) 

Sent: 

Wednesday, November 02, 2011 8:13 AM 

To: 

Renczkowski, Daniel (DPH); Medina, Nicole (DPH); Corbett, Kate (DPH); Glazer, Lisa 
(DPH); Saunders, Della (DPH) 

Subject: 

FW: If you can send instructions or a video on removing MPS2 arm for dual rail 
system 

Peter Piro 

GC/MS Laboratory Supervisor I 
Department of Public Health 
Hinton State Laboratory Institute 
Forensic Drug Laboratory, Rm 36 
305 South] Street 

Jamaica Plain, Ma 02130 
617-983-6634 

Peter. Piro(®.state.ma. us 



From: Servizio, Paul (DPH) 

Sent: Wednesday, November 02, 2011 7:51 AM 
To: Piro, Peter (DPH) 

Subject: FW: If you can send instructions or a video on removing MPS2 arm for dual rail system 


From: Jeff W. Lippert [mailto:iwlippert@Qerstelus.com1 
Sent: Tuesday, November 01, 2011 4:34 PM 
To: Servizio, Paul (DPH); Service Group 

Subject: RE: If you can send instructions or a video on removing MPS2 arm for dual rail system 
Hi Paul, 

I do not know if anyone else responded to your request, so just in case.... 
ftp://ftp.gerstelus.com/MPS cord replacement Complete.wmv 

Click on the link below and choose “Save”. The video details changing the cords and re-mounting the injection 
head. 


Sincerely, 

Jeff Lippert 

GERETEL, rrc., 

701 Digitai Drive, Soite jf 
Lirithicum, t'^D 21050 



410-204-7242 Direct ■ 410-247-5885 Main ■ 443-709-0304 Fax 
lwJjppACL@.aersjeJuA.c.om ■ wwyv..gerpteJjjs,cpm 
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NOTICE: This E-mail (including attachments) is confidential and may be legally privileged. If you are not the intended recipient, you are hereby notified 
that any retention, dissemination, distribution or copying of this communication is strictly prohibited. Please reply to the sender that you have received 
this message in error, and then delete it. 


From: Servizio, Paul (DPH) rmailto:Daul.servizio(a)state.ma.us1 
Sent: Tuesday, November 01, 2011 8:37 AM 
To: Service Group 

Subject: If you can send instructions or a video on removing MPS2 arm for dual rail system 

If you can send me instructions or better -a video- on removing MPS2 arm for dual rail system and replacing worn 
bungees I and new users would appreciate it. It is mostly used withr direct injection syringe 

Paul Servizio 
CT Response Lab 
MA Dept of Public Health 
305 South St 
Jamaica Plain, MA 02130 

617-983-6653 
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